Evisceration and enucleation with implant are commonly performed oculoplastic procedures. While the surgery itself is not very challenging, the management of implant-related complications often is. Mechanisms for orbital implant exposure and extrusion and the rates of these complications have been extensively reported in literature.\[[@ref1][@ref2][@ref3]\] However, implant migration has been sparsely addressed. Migration is seen more frequently in patients with non-porous implants since these are devoid of fibrovascular tissue ingrowth that holds the implant in position\[[@ref1]\] and in hydrogel orbital implants used for orbital volume expansion in congenital anophthalmia and microphthalmia.\[[@ref4]\] Furthermore, the rate of migration is higher when the implant placement is performed as a secondary procedure.\[[@ref5]\] When the migrated orbital implant affects prosthesis placement and centration, surgical correction of migration is required. Treatment options include implant exchange and dermis fat graft (DFG).\[[@ref5][@ref6][@ref7]\] Both these options come along with the associated complications such as re-migration of the implant after implant exchange and graft necrosis after DFG, especially in previously operated sockets. Lack of scientific evidence and a limited understanding of the pathophysiologic basis of implant migration led us to look at an alternative approach in its management.

Following an initial report of successful three-dimensional (3D) printing-aided fabrication of patient-specific implant (PSI) in the management of implant migration,\[[@ref8]\] we describe the outcomes as novel, cost-effective, minimally invasive, and a lasting technique of 3D printing-aided PSIs in the management of inferotemporal spherical orbital implant migration.

Methods {#sec1-2}
=======

Study approval, design, and subjects {#sec2-1}
------------------------------------

This is a single-center, prospective, consecutive, case series including six patients with prior socket surgery presenting with inferotemporal implant migration. Institutional Review Board/Ethics Committee approval was obtained. All patients presenting to the Ophthalmic Plastic Surgery Service or the Ocular Prosthesis Laboratory from January 2014 to December 2016 with inferotemporal implant migration were included. Migration was classified as decentration and displacement based on our previous work.\[[@ref9]\] All six patients had an inferotemporal displacement of the implant with the implant palpable anterior to the inferior orbital rim and consequent shallowing of the inferior fornix. They had inability to retain a custom ocular prosthesis (COP) or achieve a satisfactory centration of the prosthesis after maximal prosthesis modification by an expert ocularist. Patients with decentration of the implant but deep fornices and patients with a shallow inferior fornix but central implant were excluded. All patients received a PSI, custom-designed with the aid of 3D printing the ipsilateral orbit and were operated by one faculty in the service (TVD). A COP was fabricated and dispensed after surgical interventions in all patients. Additional procedures required either along with the PSI placement or over the follow-up period were documented \[[Fig. 1](#F1){ref-type="fig"}\].

![Conversion of the patient\'s computed tomography scan to a three-dimensional (3D) model. (a) Exporting the patient\'s two-dimensional computed tomography scans and converting it to a 3D model, (b) cropping the 3D model to the region of interest, in this case the left orbit, and (c) removing the implant from the orbit and exporting STL file to 3D printer](IJO-66-1600-g001){#F1}

Outcome measures {#sec2-2}
----------------

The primary outcome measure was the recentration of the migrated spherical implant clinically and radiologically and the ability to retain the prosthesis in the eye socket. The secondary outcome measures were the mean PSI weight and factors contributing to the implant and prosthesis correlation such as the mean implant diameter, pre- and postoperative thickness of the COP, pre- and postoperative weight of the COP, pre- and postoperative enophthalmos, pre- and postoperative superior sulcus deformity (SSD), and other postoperative complications. The weights of the prosthesis and the PSIs were measured on one constant weighing scale. The thickness of the COP was measured with one constant caliper. The SSD was graded from grade 0 to 4 as described earlier.\[[@ref10]\] Patient satisfaction with the outcome of the procedure was scored on a visual analog scale in a linear fashion from 0 to 10 with 0 indicating least satisfaction and 10 indicating maximum satisfaction with the procedure.\[[@ref11][@ref12]\]

Data collection {#sec2-3}
---------------

The data collected included the demographic details, the indication for surgery and the past ocular procedures, computed tomography (CT) orbit with details of the spherical orbital implant, PSI fabrication details, the surgical technique, and the surgical steps. Socket examination findings preoperatively and over the available postoperative period visit included the (a) examination of the socket with the prosthesis, (b) examination of the socket without the prosthesis, and (c) the examination of the prosthesis. The pre- and postoperative CT scan was assessed for the position of the implants in the orbit. The postoperative complications were noted.

Surgical techniques {#sec2-4}
-------------------

### Three-dimensional printing details {#sec3-1}

DICOM images from the patients' CT scan were reconstructed as a 3D model, and the region of interest around the orbit with the primary migrated implant was segmented and exported as a binary STL file \[[Fig. 1](#F1){ref-type="fig"}\]. This was imported into a STL modeling software known as CURA. The solid models were sliced into several two-dimensional layers using a 3D printing software. To build an accurate 3D model, support structures were generated to provide structural integrity. Distinct tool paths were generated for the model and the support structures in G-code (RS-247) format, using which models were then 3D printed in Ultimaker 2, an additive manufacturing system that uses fused deposition modeling. 3D printing was done at 200-μm layer thickness and with 20% infill and 1.2-mm layer thickness at a 40 mm/s print speed to get smooth surface features and rigidity. The model was 3D printed with polylactic acid for its ease of print and reliability. Once the 3D printed model was ready, the support structures were removed using needle nose pliers and polished with 800 grit sand paper.

### Patient-specific implant fabrication {#sec3-2}

Using this skull model as a mould, a polymethyl methacrylate (PMMA) implant was fabricated to rest in the basin of the inferior orbital fissure. The 3D printed orbital model served as a mould to get an accurate impression of the inferior surface or base of the PSI. The PSI was fabricated as a dome-shaped implant. The reason to consider 3D printing of the orbit was to get an accurate base shape and base dimension of the implant and also get a clue on what height the PSI needs to have to achieve optimal centration of the spherical implant as demonstrated in the picture below \[[Fig. 2](#F2){ref-type="fig"}\]. The PSI was fabricated in four different heights starting with 10mm and reducing by a millimeter each to 7 mm as demonstarted in images d, f, h and i in [Fig. 2](#F2){ref-type="fig"}. The PSI height giving the best centration of the spherical implant in the orbit was selected. The process of manufacturing the PMMA implant involved the routine steps of fabricating an ocular prosthesis, that is, impression with an alginate, wax modeling, and mould making, converting into PMMA and final trimming, buffing, and polishing to make the implant rest in the basin of the inferior orbital fissure. This implant was sterilized before insertion into the patients' orbit.

![Deciding the height of patient-specific implant (PSI). (a) Placing the migrated orbital implant (diameter known from radiography) into the orbit in the migrated position, (b) four PSIs fabricated for this patient with diameters of 7, 8, 9, and 10 mm each, (c) 10-mm height PSI producing an excessive migration of the spherical implant toward the roof, (d) thickness of the 10-mm PSI being demonstrated with a caliper, (e) 9-mm height PSI producing an excessive migration of the spherical implant toward the roof, (f) thickness of the 9-mm PSI being demonstrated with a caliper, (g) 8-mm height PSI producing an excessive migration of the spherical implant toward the roof, (h) thickness of the 8-mm PSI being demonstrated with a caliper, (i) 7-mm height PSI producing an adequate migration of the spherical implant toward the roof, and (j) thickness of the 7-mm PSI being demonstrated with a caliper](IJO-66-1600-g002){#F2}

### Surgery details {#sec3-3}

An inferior transconjunctival incision was taken with a radiofrequency device 2 mm below the lower border of the tarsus and the floor of the orbit was reached with blunt dissection. The periosteum was incised just within the orbital margin and reflected to expose the basin of the inferior orbital fissure. The customized orbital PMMA implant was placed inferotemporally, in the basin of the inferior orbital fissure, conforming to the predesigned shape of the floor of the orbit. The recentration of the pre-existing spherical implant was confirmed by palpating through the conjunctiva. Conjunctiva was closed and inferior fornix forming sutures were placed when necessary and possible. For patients with severe shortening of the fornix, a fornix formation suture with mucus membrane graft was performed 6 weeks later. A well-fitting conformer was placed and a suture tarsorrhaphy was performed for all the cases.

Statistical analysis {#sec2-5}
--------------------

The data were arranged on an Excel spreadsheet. Relevant statistical analysis was done using MedCalc version 12.2.1.0. Continuous parametric data were reported as mean ± standard deviation, and nonparametric data were reported as median with range. Variables between comparative groups were compared using paired *t*-test for parametric distribution and Mann--Whitney *U* test for non-parametric distribution. A *P* value of \<0.05 was assigned as statistically significant.

Results {#sec1-3}
=======

Case 1 {#sec2-6}
------

A 47-year-old gentleman complained of an ill fitting prosthesis with frequent loss of the prosthesis from the eye socket. On clinical examination, the medial caruncular portion of the prosthesis was elevated from the conjunctival surface \[[Fig. 3a](#F3){ref-type="fig"}\]. The inferior fornix was shelved and the implant was palpable anterior to the inferior orbital rim with inferotemporal migration \[[Fig. 3b](#F3){ref-type="fig"}\]. Volume loss was evident in terms of SSD and enophthalmos. CT scan of the orbit showed an 18-mm orbital implant, migrated into the extraconal space in the inferotemporal quadrant \[[Fig. 3c](#F3){ref-type="fig"}\]. He had undergone two socket surgeries in the past including an enucleation with implant for a painful blind eye followed by fornix formation sutures for a shallow inferior fornix. Based on the above findings, a diagnosis of inferotemporal implant migration was made and a PSI was fabricated as described above. This was placed in the basin of the inferior orbital fissure to recenter the migrated orbital implant. The surgical steps were as discussed in methods. A customized ocular prosthesis (COP) remained stable and central thereafter over his follow-up of 2 years. He underwent a ptosis surgery for mild anophthalmic ptosis after 18 months \[[Fig. 3d](#F3){ref-type="fig"}\]. The spherical orbital implant was maintained in the central position over his entire follow-up period \[[Fig. 3e](#F3){ref-type="fig"}\]. Hertel\'s exophthalmometry on both sides was equal. Postoperative CT scan of the orbit showed the PSI in place with intraconal recentration of the spherical implant \[[Fig. 3f](#F3){ref-type="fig"}\]. There was no reduction in prosthesis motility.

![Pre- and postoperative pictures of case 1 treated with patient-specific implant. (a--c) Preoperative photographs, (d and e) postoperative photographs. (a) Preoperative appearance of the right side with an unstable prosthesis, (b) preoperative appearance of the right socket with an inferotemporal implant migration, (c) preoperative computed tomography scan with spherical implant migrated outside the intraconal space into the inferotemporal orbit, (d) postoperative appearance of the right side with a well-fitting prosthesis and a reduction in pretarsal shown on the right side following ptosis correction, (e) postoperative socket photograph showing a central implant, and (f) postoperative computed tomography scan showing a patient-specific implant pushing the migrated implant centrally](IJO-66-1600-g003){#F3}

Case 2 {#sec2-7}
------

A 16-year-old boy presented with a tilted and unstable custom ocular prosthesis. On examination, he had a decentred prosthesis with its inferior edge resting on the lower eyelid margin. There was shelving of the inferior fornix with inferotemporal migration of the orbital implant resulting in frequent loss of prosthesis from the eye socket. The implant was palpable anterior to the inferior orbital rim. There was no apparent conjunctival surface loss. Volume loss was evident in terms of grade IV SSD. CT scan of the orbit showed an 18-mm orbital implant migrated inferotemporal into the extraconal space. He had undergone three socket surgeries in the past starting with an evisceration with implant for a painful blind eye followed by implant exchange twice with fornix formation sutures for inferotemporal implant migration and forniceal shelving. Owing to recurrent implant migration, we anticipated fibrosis in the orbit and hence did not consider an implant exchange. The patient refused a DFG after explaining about the donor site morbidity. Hence, we placed a PSI in the inferotemporal orbit that would push the migrated implant centrally. The postoperative course was uneventful and both the implants remained centered over 36 months of follow-up. There was no reduction in seen in the motility of the COP after PSI placement \[[Fig. 4](#F4){ref-type="fig"}\]. This was the pilot case treated in this series.

![Motility of the prosthesis following patient-specific implant placement in patient 2. (a) Motility in upgaze, (b) motility in downgaze, (c) motility in right gaze, and (d) motility in left gaze](IJO-66-1600-g004){#F4}

Case 3 {#sec2-8}
------

A 25-year-old gentleman presented to us with an unstable prosthesis on the right side. He was diagnosed to have right eye secondary glaucoma with ciliary staphyloma at the age of 8 years for which he underwent an enucleation with 18-mm PMMA implant. Six years later, he developed post-enucleation socket syndrome with a shallow of inferior fornix. He was operated for fornix formation over three sittings in the postoperative period over the next 11 years; however, he had recurrent shortening of the fornix. On examination, there was lower eyelid laxity with shallow inferior fornix and a grade 2 SSD. The implant was migrated in the inferotemporal quadrant and palpable anterior to the inferior orbital rim. He underwent a PSI placement in the inferotemporal quadrant. This was followed by a fornix formation suture with mucus membrane graft for surface expansion. A COP was fabricated and dispensed 6 weeks thereafter. Over the next 20 months, both the implants remained stable and so did the inferior forniceal depth. There was a posterior movement of the spherical implant in the *z*-axis along with its centration in the orbit following the placement of PSI \[[Fig. 5](#F5){ref-type="fig"}\].

![The direction of centration of the spherical implant in the orbit with placement of patient-specific implant in patient 3. (a and b) Preoperative computed tomography scan, (c and d) postoperative computed tomography scan, (a) preoperative computed tomography scan in the coronal cut showing an inferotemporal migration of the implant, and (b) preoperative computed tomography scan in the saggital cut. Note the position of the implant along the floor with relationship to inferior orbital rim, (c) postoperative computed tomography scan in the coronal view showing a centration of the implant in the *xy*-axis and (d) postoperative computed tomography scan in the saggital view. Note the posterior shift of the spherical implant in the orbit away from the inferior orbital rim due to the push by patient-specific implant](IJO-66-1600-g005){#F5}

Case 4 {#sec2-9}
------

A 24-year-old gentleman presented to us with complaint of frequent loss of the prosthesis from the eye socket. He had undergone right eye enucleation with a 16-mm implant for retinoblastoma at the age of 4 years. He was diagnosed to have inferotemporal implant migration with a shallow inferior fornix at the 3-month postoperative visit. Two years later, he underwent fornix formation sutures for the right side; however, the inferior fornix remained shallow in the postoperative period. He then underwent a PSI placement along with a fornix formation suture and over a follow-up period of 17 months, there were no complications noted. The postoperative scan revealed a posterior movement of the spherical implant in the z-axis along with its centration in the orbit following placement of PSI.

Case 5 {#sec2-10}
------

A 43-year-old lady presented to us with complaints of frequent fall of the prosthetic eye from the left eye socket since the past 4 years. She had undergone an evisceration for panophthalmitis followed by secondary implant for volume augmentation 10 years ago. On examination, she had a sunken appearance of the prosthesis with a grade IV SSD and a 4-mm enophthalmos on the left side. There was inferotemporal implant migration with a shallow fornix. She underwent a PSI placement that helped center the migrated spherical implant. The fornix deepened after PSI placement. However, the SSD persisted for which she had a filler injection. Over a follow-up period of 15 months there were no complications noted with either implants. The fornix remained deep thereafter.

Case 6 {#sec2-11}
------

A 3-year-old boy was referred to us following enucleation with PMMA implant (18 mm) for retinoblastoma. On examination, there was a shallow inferior fornix and an inferotemporal implant migration. The implant was palpable anterior to the inferior orbital rim. The child was unable to retain a COP in the eye socket. A PSI was implanted into the basin of the inferior orbital fissure to recenter the implant. He underwent a Fornix formation suture (FFS) with mucus membrane grafting to deepen the fornix after 6 weeks. Over a follow-up period of 12 months, no complications were noted.

The baseline demographics, pre- and postoperative socket findings, and the results of surgery are as described in [Table 1](#T1){ref-type="table"}. None of the six patients developed complications of the spherical or PSI over a mean of 21-month follow-up. Three patients underwent a simultaneous inferior fornix formation suture for a shelved inferior fornix. Two patients underwent subsequent fornix formation suture and mucus membrane graft for grade 1 contracted socket with shallow inferior fornix. One patient required a levator reattachment for anophthalmic ptosis and one patient had persistent severe SSD for which hyaluronic acid gel filler was injected into the brow fat. The mean pre- and postoperative enophthalmos was 2.33 ± 0.81 and 0.5 ± 0.83 mm, respectively (*P* = 0.14). The mean preoperative SSD was grade 2 and postoperatively grade 0 (*P* = 0.1). The mean pre- and postoperative COP weights were 2.7 ± 1.25 and 2.2 ± 0.88 g, respectively (*P* = 0.37). The mean pre- and postoperative COP thickness was 7.16 ± 2.99 and 6.33 ± 1.21, respectively (*P* = 0.47). The mean PSI implant weight was 2.66 ± 0.53 g. There was no reduction in ocular motility post surgery with PSI \[[Fig. 4](#F4){ref-type="fig"}\]. The average patient score of satisfaction with the final prosthetic outcome was 9 on 10.

###### 

Baseline demographics, pre- and postoperative socket findings, and patient satisfaction scores

![](IJO-66-1600-g006)

Discussion {#sec1-4}
==========

This study highlights that recentration of inferotemporal spherical implant migration post enucleation can be successfully treated by placing a second PSI in the quadrant of migration, thus pushing the migrated implant into the intraconal space. 3D printing facilitates this process by providing a mould of the orbit for the fabrication of PSI. The exact contour of the base of the PSI can be fabricated using the patient\'s printed orbit as a mould. This reduces the chances of further implant complications such as migration, exposure, and extrusion of PSI. Implant exchange is not a viable option for a migrated non-porous spherical orbital implant, possibly due to disturbances in the orbital compartments, intermuscular septae, and fibrosis within the orbit. The inferotemporal location of the PSI bypasses these orbital factors that hinder implant centration. To the best of our knowledge, this is a novel, minimally invasive application of 3D printing technology in ophthalmic plastic surgery with promising results.

A spherical orbital implant frequently tends to migrate anterior to the inferior orbital rim and hence shallows the fornix. A second implant placed in the basin of the IOF is crafted in such a way that it is dome-shaped. The dome of the second implant actually pushes the spherical implant posteriorly along the *z*-axis along with centration in the *xy*-axis of the orbit as shown in [Fig. 5](#F5){ref-type="fig"}. This posterior displacement of the spherical implant is the most important contribution of this technique in our opinion. This also allows the fornix to remain formed over a longer period of time.

Non-porous spherical orbital implants suffer a higher rate of implant migration compared with their porous counterparts especially in the setting of enucleation.\[[@ref13][@ref14]\] However, in the absence of pegging, a porous implant does not provide additional motility compared with a non-porous implant.\[[@ref1][@ref15]\] Hence, surveys from the United States, the United Kingdom, and Asia Pacific have shown that a significant proportion of surgeons prefer to place a non-porous implant following socket surgery.\[[@ref16][@ref17]\] While the non-porous implant offers an excellent and comparable outcome to its porous counterpart, one of the important disadvantages is implant migration since it is devoid of fibrovascular tissue ingrowth into the implant.\[[@ref1]\]

Implant migration has been poorly studied in literature. Kronish *et al*. analyzed the changes in orbital blood flow and circulatory dynamics of the socket tissues and atrophy of the orbital fat occurring after enucleation as two theoretical mechanisms that result in the development of implant complications in an animal model.\[[@ref18][@ref19]\] They concluded that circulation dynamics and blood flow to orbital tissues do not change after enucleation. In addition, there was no atrophy of the orbital fat following enucleation. Based on their investigations, they propose that the pathophysiologic basis of the problems associated with anophthalmos is a disturbance in the spatial architecture and interrelationships of the multiple tissue components of the orbit, not a change in the orbital blood flow or development of fat atrophy. Similar results were found by another independent research group in Brazil.\[[@ref20]\] Tao *et al*. reported a series of five patients treated with Osmed hydrogel spheres in the management of congenital clinical anophthalmos and concluded that all the five implants had a similar path of movement in the inferotemporal quadrant of the orbit.\[[@ref4][@ref21]\] They suspected that the rapid rate of implant expansion contributes to migration in the path of least resistance and that inferolateral migration is conceivable, considering gravitational forces and orbital geometry. In our opinion, the cause of implant migration seems to be disturbances in the Koornneef\'s septa that are present between the extraocular muscles and divide the orbit into its extra and intraconal spaces.\[[@ref22][@ref23][@ref24][@ref25]\] Once these septa are disturbed or damaged during socket surgery, the chances that an implant may migrate increase. This is specifically true in case of enucleation where there is more disturbance of the orbital anatomy versus evisceration. Four of the six patients in our series suffered implant migration following enucleation.

With this background knowledge, that it is the disturbance in the orbital anatomy and possible fibrosis that increases the risk of non-porous implant migration, it is most certain that an implant exchange with non-porous implant will not help in recentering a migrated spherical orbital implant. The use of a porous implant for implant exchange may be an alternative; however, a theoretical risk of the porous implant migrating before the commencement of fibrovascular ingrowth exists. In addition, the cost of a porous implant is approximately \$ 350 versus that of a PMMA implant which is approximately \$ 5. The cost difference itself may be prohibitive to convince the patient for surgery.\[[@ref26]\] This leaves us with the option of DFG. However, the requirement for a second site incision and the higher rate of graft necrosis in repeat socket surgeries makes this procedure an unattractive choice.\[[@ref7][@ref27]\]

3D printing and rapid prototyping have been used in ophthalmic plastic surgery for the correction of complex orbito-zygomatic fractures and in creation of PSIs for volume augmentation in the orbit.\[[@ref28][@ref29][@ref30]\] 3D printing and computer-assisted techniques allow for the creation of patients' orbit *in vitro* using freely available softwares such as CURA. This orbital model serves as a mould for fabrication of PSI. The orbit can be printed with readily available and inexpensive range of materials in plastic. The cost of 3D printers can range from INR 10,000 to several lakhs; however, there is a large scope to outsource this facility. Since in our case the implant is not directly printed and the role of the printer is to provide a mould of the orbit for fabrication of PSI, we have not included the cost of the printer. The software used for the generation of 3D model and sending the STL file to the printer was an open access one. The cost of the printed orbit was INR 7000. The cost of fabrication of PSI was INR 150.

In most patients, a posterior movement of the implant in the *z*-axis was demonstrable on postoperative CT scan. In our opinion, this allows the fornix to remain deep in the postoperative period, as the implant is not occupying the space in the inferotemporal fornix. Four of the six patients in our cohort had prior attempts to deepen the inferior fornix, which failed. In our opinion, this was due to the migrated implant sitting in the inferotemporal fornix, with a part of the implant palpable anterior to the inferior orbital rim, and hence not allowing the fornix to deepen.

The limitations of this study include a small patient cohort and a relatively shorter duration of follow-up. The cost-effectiveness of the treatment has been calculated by taking into account only the cost of 3D printing and the cost of the printer has not been factored into. The 3D printed model gives the exact contour of the base of PSI but does not provide the ideal height of PSI, and indirect techniques as described in [Fig. 2](#F2){ref-type="fig"} need to be deployed to check the ideal height. The procedure does involve placement of a second implant in the orbit and this increases the risk of implant-related complications. The mean follow-up duration of 21 months may be a limitation; however, no complications related to both the implants were seen over this follow-up duration. We do recommend a longer follow-up of these cases.

Conclusion {#sec1-5}
==========

PSI fabrication using 3D printing offers a novel and cost-effective way to center orbital implants in patients with implant migration. This is especially true for patients who have associated volume loss and in patients where a part of the implant is palpable anterior to the inferior orbital rim. Preoperative 3D printing enables us to determine the exact shape of PSI, which in our belief reduces further complications of orbital implant placement. Most importantly, the inferotemporal location of PSI ensures prevention of further implant migration.
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